ABSTRACT
Raman spectroscopies can be used for the rapid characterisation and quantification of polymorphs 25 in solid samples. In this study we have generated a model tablet system with two excipients and a 26 10% API concentration, where the API is a mixture of the FII and FIII polymorphs of Piracetam. 27
Using Transmission Raman Spectroscopy (TRS) and NIR spectroscopy it was possible to detect 28 FII polymorph contamination in these model tablets with Limits of Detection (LODs) of 0.6 and 29 0.7% respectively with respect to the total tablet weight (or ~6-7% of the API content). The TRS 30 method is the superior method because of the speed of analysis (~6 seconds per sample), better 31 sampling statistics, and because the sharper, more resolved bands in the Raman spectra allowed for 32 better interpretation of the spectral data. In addition the TRS used here provides facile access to 33 the low frequency wavenumber region for analysis of solid-state lattice modes. 34 35
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Introduction
2 Tablets are one of the most popular pharmaceutical solid dosage forms in production today. 3 The knowledge of which solid state form of the Active Pharmaceutical Ingredient (API) present is 4 critical from production line of the product to its therapeutic response in the patient's body. Solid 5 state forms include polymorphs, amorphous solids, salts, solvates, co-crystals and all can have 6 different physicochemical properties due to the variations in their free energies and inter-and intra 7 molecular bonding. [1] Properties such as solubility, dissolution rates, and bioavailability of the 8 API can be affected by a change in solid state form and thus accurate characterisation and 9 quantification of the solid state present and/or of any changes in solid state form is of great 10 importance. Incidences of unwanted polymorphism (which can arise from the ability of a molecule 11 to crystallise in different crystal structures) in pharmaceutical products have been widely reported 12 and can have major ramifications.[2-4] From a regulatory standpoint, drug products must be 13 manufactured in a reproducible and validated process compliant with legal requirements. 14 The implementation of real-time measurements of pharmaceutical processes and there is a 15 need for rapid, non-invasive and non-destructive technologies to achieve this. High performance 16 liquid chromatography (HPLC), the traditional means of quantitative analysis of pharmaceutical 17 solids is destructive, can be time consuming as regards sample preparation and dissolution, and 18 crucially provides no information pertaining to polymorphic content and the solid state form of the 19 API. Powder X-ray Diffraction (PXRD) is considered the definitive method of differentiation 20 between polymorphs and solid state forms as a difference in crystal structure signifies the presence 21 of an additional solid form. It has been used successfully for the quantification of polymorphic 22 mixtures, [5, 6] however it can be time consuming (compared to spectroscopic methods) as 23 samples must be generally analysed off-line. Another issue with PXRD is the sensitivity to effects 24 such as preferred orientation where the particles in the sample may become arranged such that 25 certain faces of the crystals/fine powder are better presented for analysis resulting in diffraction 26 patterns that are not truly representative of the entire crystalline material. This effect can be 27 reduced by sample grinding to reduce particle size (but only if grinding causes no solid state 28 changes) or sometimes by rotation of the sample during measurement. In any event this introduces 29
another sample handling step in the process which is often impractical for in-situ tablet analysis. 30
Vibrational spectroscopies such as Near Infra-Red (NIR) and Raman are potentially rapid 31 methods that can used for the non-contact, non-destructive, in-situ, characterisation and 32 quantification of drug substances. NIR spectroscopy measures overtones and combination modes 33 of fundamental molecular vibrations that occur in the 700-2500 nm region.
[7] The main positive 34 attributes of NIR are that often little to no sample preparation is necessary, the use of NIR radiation 35 enables the use of relatively inexpensive optics, standard fibre optics enables remote sampling, and 36 overall the instrumentation is relatively robust and often inexpensive. Spectral interpretation is 37
however not straight forward due to the broad, overlapping nature of the bands and thus 38 chemometric analysis is usually required. Nevertheless this method is widely used with success in 1 a wide variety of applications such as reaction monitoring, quality control and quantification.[8, 9] 2
The application of Raman spectroscopy to pharmaceutical manufacturing has grown 3 substantially in the past two decades with a wide variety of uses including quantification of 4 polymorphic mixtures, tablets, and capsules. [10] [11] [12] [13] Many APIs are ideal for study by Raman as 5 they are typically strong Raman scatters due to the presence of aromatic functional groups with 6 symmetric vibrational modes. [10] Raman, like NIR, allows for minimal if any sample preparation 7
and in-situ analysis, however, the sharper and more resolved spectral bands allow for more facile 8 spectral interpretation which is very useful in the context of contaminant analysis. One of the main 9 drawbacks with Raman spectroscopy is the issue of fluorescence in some samples, which can 10 obscure useful spectral information by swamping the spectrum with the stronger, broader 11 fluorescence signal. This effect can be mitigated or eliminated (depending on the intensity of the 12 fluorescence signal) via a number of instrumental routes, but the use of NIR excitation [14] which 13 is by far the most common and least expensive instrumental method at e present. 14 The two most common sampling geometries employed in the Raman spectroscopy of solid 15 materials are Backscattering and Transmission. In Backscattering Raman (BR) the excitation light 16 is delivered to the sample surface and the Raman signal is collected along the same optical 17 pathway, i.e. at an angle of 180° to the incident beam. Therefore for BR the sampling volume is 18 located primarily at the surface of the sample and is determined by a combination of opacity and 19 scattering potential of the material. In Transmission Raman Spectroscopy (TRS) a collimated laser 20 beam is incident on one side of the sample and the Raman signal is collected from the opposite 21 side after passing through the sample i.e. at an angle of 0° to the incident beam.
[15] The critical 22 differences between these two geometries are the sampling volume and location. In BR, the spot 23 sizes tend to be small (depending on the optics, but typically < 100 m for microscope based 24 systems) and the Raman signal generated is typically representative of the surface layer and the 25 very immediate layers just below the surface where the excitation light has penetrated. Piracetam (FIII polymorph form) was supplied by Sigma Aldrich and used as received. 5
The FII polymorph was prepared by first generating the FI polymorph by heating the FIII 6 (previously ground roughly using an agate pestle and mortar for 1 minute to decrease particle size) 7 to 140 °C in an oven for 72 hours. The FII form was then formed from the unstable FI form at 8 room temperature over four days with the conversion process monitored by Raman spectroscopy. 9
[28, 31] The hold time at 140°C of 72 hours is probably excessive, as the conversion was probably 10 complete in less than this, however, we wanted to ensure that we got 100% conversion, and we 11 thus we used the procedure published by Croker et al. [30] . Piracetam (mixtures of FII and FIII), 12 Calcium Carbonate (CaCO 3 ), and Microcrystalline Cellulose (MCC) were mixed in a 10:10:80 13 ratio by weight ( weighing out the appropriate amounts of each polymorph and then mixing, this was then combined 16 with the excipients. For each tablet composition the total mass of the prepared solid mixture was 17 2.0 g so as to minimise weighing errors. To ensure homogeneity of the powder mixtures before 18 pressing into tablets, each powder sample was then mixed thoroughly using a Vortex mixer. The 19 homogeneity of each mixture was measured using NIR every thirty seconds, and mixing was 20 continued until reproducible spectra were obtained as determined by Principal Component 21
Analysis (see supplemental information, Figures S1 and S2). The final FI and FIII concentrations 22 in the powders varied from 0.1% to 10% by weight. These mixture ratios were chosen because we 23 wanted to investigate low levels of polymorph contamination in API formulations and see if it was 24 feasible to accurately measure low levels (1-5%) of API polymorph contamination using 25 conventional Raman and NIR sampling systems. In the manufacturing context, the precise 26 concentration level that needs to be measured will of course vary according to the API, polymorph 27 contaminants and specific drug formulation. 28
Tablets of different thicknesses (1, 2, and 3 mm) were prepared with 15 different FII:FIII 29 concentration ratios (Table 1 ) using a standard IR hydraulic press (Perkin-Elmer) with a 13 mm die 30 set. Each tablet was formed by compressing the powder at 253 kPa for 10 minutes. The thickness 31 of the tablets was varied by weighing out different amounts of the power mixture. The exact mass 32 of material for each tablet thickness was first determined by trial and error measurements. For 33 each thickness-concentration sample, three replicate tablets were prepared, generating a complete 34 sample set of 135 tablets which were used for calibration sample sets. Four tablets with 10% 35
Piracetam with FII:FIII ratios of 0.4:9.6, 1.0:9.0, 9.0:1.0 and 9.2:0.8 at each of the three 36 thicknesses were prepared in an identical manner and used as the testing/validation set. The 37 variation in tablet thickness was low, with a maximum % error of 0.8% for the 1 mm, 0.3% for the 38 2 mm and 0.2% for the 3 mm tablets (see supplemental information, Table S1 , for more details of 1 thickness measurements). 2 3 2.2 Instrumental Methods: 4 NIR reflectance spectra were collected using a Perkin Elmer NTS ATR-FT-NIR at a 5 resolution of 8 cm -1 from 4000 to 10000 cm -1 with 32 scans per spectrum. Interleaved scanning 6 mode was used for collection of all spectra which allows for a ratio of the sample spectrum against 7 a background that is recorded almost simultaneously, eliminating residual atmospheric absorptions 8 for the final spectrum. Three spectra were collected from each tablet where the tablet was rotated 9 120° between measurements. These spectra were then averaged prior to use in the chemometric 10 modelling. 11
Backscattered Raman Spectroscopy (BR) data were collected using a RamanStation spectrometer 12 (AVALON Instruments Ltd., Belfast, Northern Ireland; now PerkinElmer) with 785 nm excitation 13 and a spot size of ~200 m in diameter. A laser power of 80 mW (at the sample) with an exposure 14 time of 10 acquisitions x 2 seconds was used and spectra were collected at a 4 cm replicated 3 times each) were used. These models were then tested using an external validation set 33 of 4 different tablets with varying API concentrations. The performance of the various PLS 34 calibration models generated from data employing the different pre-processing methods was 35 evaluated using the correlation coefficients and the root mean square errors for calibration 36 (RMSEC) and validation (RMSEV). The accuracy of the test set predictions was quantified using 37 the root mean square error of prediction (RMSEP). 38 39
3.
Results & Discussion The NIR spectra (Figure 2A ) of the polymorphs show some differences in the 5870-5600 and 16
4314-4080 cm -1 regions. In the FII spectrum we see single peaks at 5724 and 4364 cm -1 , while in 17 the FIII spectra these are both split into two peaks at 5748 / 5708 cm -1 and 4380 / 4358 cm -1 18 respectively. The Backscattered Raman ( Figure 2B ) and Transmission Raman ( Figure 2C ) spectra 19
show much more detail and we observe a lot of sharp bands over the 250 cm -1 to 3310 cm Figure 2D shows the TRS spectra from the low wavenumber range (44 -450 cm -1 ) which 32 typically relates to lattice and phonon modes. Access to this spectral region reveals very 33 significant differences between the two polymorphs. There are 3-5 cm -1 differences observed for 34 several of the bands at ~380, 300, 160, and 110 cm -1 . compared to NIR and FT-IR spectroscopy where it is not possible to measure these low energy 5
transitions. The BRS instrumentation we used could not address this spectral region because its 6
Rayleigh rejection filters are of a lower standard (the system was manufactured in 2005). However, 7 many newer Raman systems have much improved Rayleigh rejection filtering which provide 8 access to this region and it will become much more common for the routine analysis of 9 pharmaceutical solids suing Benchtop instrumentation. 10 It is easy to distinguish the differences between polymorphs from the spectra of the pure 11 materials, and for simple binary mixtures it is also comparatively easy to observe the presence of 12 both polymorphs by visual inspection and simple chemometrics.
[30] However, once we introduce 13 these polymorphs into a model system with a large excess of excipient the situation becomes 14 altogether much more complex ( Figure 3 ). As expected, it is the MCC which has the greatest 15 impact on all the spectra because of its high concentration. In the NIR spectra ( Figure 3A ), all we 16 see essentially are the broad bands of the MCC and it tends to visually obscure the regions of 17 interest for polymorph analysis. This highlights one of the problems with NIR methods, in that we 18 have to use chemometric methods (both to pre-process the spectra and to statistically analyses the 19 variance) to extract any useful data. 20
In the raw Raman spectra the MCC again dominates, but this time its major impact lies in 21 the large sloping baseline that it imparts on both the BR ( Figure 3B ) and TRS spectra ( Figure 3C  22 and D). This background can largely be ascribed to diffuse or Mie scattering (and other optical 23 effects) from the MCC which has a particle size in the micron range (~20 m). This diffusely 24 scattered radiation is not collimated and this thus leads to the excitation light being dispersed 25 across the CCD detector, as described by Bonnier and co-workers.
[35] We can discount the 26 likelihood of fluorescence being the source of the background because there is comparatively little 27 difference in the background when 830 or 785 nm excitation is used. The extra shot noise 28 associated with this background scattered light signal will limit sensitivity (for discriminating very 29 low contaminant concentrations) because it is not possible (with conventional Raman methods) to 30 separate the shot noise from Raman signal. However despite this large background, much of the 31 Raman band detail is clearly visible and it is comparatively easy to identify bands due to each of 32 the polymorphs. 33
In comparing the Raman signal quality from the two methods, it is clear that there is not a 34 lot to choose between the two, particularly since we are dealing with non-fluorescent samples. 35
Intrinsically on the excitation side, the 830 nm TRS will be ~80% as efficient (due to the 4 th power 36 wavelength dependence) compared to 785 nm and thus requires more excitation power, likewise 37 on the detection side the CCD detectors have lower quantum efficiencies in the equivalent Raman 38 spectral regions. As regards the number of acquisitions used for each instrument, the average TRS 39 spectra were a result of using 32 acquisitions per sample while the BR data was an average of 160 1 spectra (10 acquisitions per point using 4x4 mapping grid) led to the TRS data being ~6 times 2 noisier than the BR data. However, for this type of application, these issues are not as important as 3 the sampling volumes addressed by the two systems. Therefore the intrinsic advantage of 785 nm 4 excitation was overcome by the better sampling and much lower acquisition times in TRS mode 5 (vide infra). Analysis times per tablet for BR required a total analysis time of 3 minutes using a 4 6 x 4 grid of spectra, NIR required 2.5 minutes per tablet, while TRS just required 6.5 seconds per 7
tablet. This dramatic reduction in acquisition time enables the high-throughput screening of large 8 numbers of samples. Eliminating the noise issue for the TRS data can easily be achieved by the 9 averaging of multiple spectra, although this would reduce the high throughput somewhat. 10 Apart from the purely signal based considerations, TRS is also better from a sampling 11 perspective in that with an 8 mm diameter spot size compared to the 200 m the surface area 12 sampled is ~100 times greater. Overall the TRS samples ~38% of the tablet surface whereas the 13 BR only manages a paltry 0.4%, (Calculated by calculating surface area of 200 m spot size and 14 multiplying by 16 as a 4x4 grid was used here), and the consequences of this are also evident in the 15 quantitative analysis discussed below. The effective sampled volume is even greater because the 16 BR essentially samples the top surface (the estimated depth of field for the BR systems optics is 17 ~4-600 m) whereas in TRS the complete tablet thickness is sampled. This means that the TRS 18 data should be essentially free from sub-sampling effects compared to BR. The variation in the 19 raw TRS spectra compared to the BR spectra is also much less when we analysed replicate data 20 using Principal Component Analysis (see Figure S5 , supplemental information). 21 22
Quantitative Analysis by NIR: 23
The NIR spectra collected from all tablet sample sets show some differences in baseline 24 due to differences in the scattering of light. The NIR spectra were thus first pre-processed using 25
Multiplicative Scatter Correction (MSC) to eliminate the baseline offset and scattering effects. In 26 general we found that the use of second derivative pre-processing was the best method for 27 amplifying the spectral differences arsing from the polymorphs in the 6000 -5800 cm -1 region. 28
For the quantification of FII in FIII a variety of discrete spectral regions of interest were used to 29 build quantitative models ( Table 1 ). The best results (based on an appropriate combination of low 30 error values and numbers of latent variables) were generally obtained when the 5870 -5600 and 31 4314 -4080 cm -1 spectral regions of the NIR spectra were used. For the NIR data, the best 32 quantitative model used the 6000 -5600 cm 1 spectral region ( Figure 1 ) and required only one 33 latent variable (Table 2 and The BR Raman spectra required a combination of pre-processing methods which were 6 MSC and a Savitzky Golay second derivative which maximised differences in the spectra between 7 the differing ratios of polymorphs present particularly in the 1730 -1370 cm -1 region. The best 8 BR quantitative model is shown in Figure 5A /B, and it shows a reasonable correlation, however, 9 the large degree of scatter and high RMS errors are probably due to the sampling issues. It is 10 therefore clear that a 16 point grid is insufficient to accurately sample the tablet surface. A revised 11 experimental design using a 12 x 12 grid with a single exposure of 2 seconds at each point would 12
improve matters, and might generate a more accurate result. However, this increase in sampled 13
area by a factor of 9 (i.e. ~3.4% of total tablet surface sampled) is still a long way from the 38% of 14 the surface sampled by TRS. The simplest option for the BR method would be to change the 15 focusing optics to enable a large 1 or 2 mm diameter spot size to be used, or use a PhAT type 16 probe with a much larger sample spot size, [17] unfortunately neither facility was available for this 17 study. The PC1 loadings plot from this BR quantitative model ( Figure 5B ) also demonstrates one 18 of the problems with the BR measurement, in that it is very difficult to identify the bands 19 specifically due to the individual polymorphs. 20 TRS spectra were first normalised then a variety of pre-processing methods were applied 21 including MSC and a 9 point second derivative Savitzky Golay. These methods were used to try 22 and maximise differences between the spectra as a result of changing FII polymorph concentration. 23
The 1 mm tablets producing the best quantitative models (Table 4) used the 801 -1730 cm -1 24 spectral region, and there is no real statistical difference between the use of the normalised raw 25 data and the MSC/2 nd derivative processed spectra, except that the normalised data required 3 LV's. 26
This spectral region included the majority of the large spectral differences between the polymorphs 27 such as the band shifts in the 1530-1370 cm -1 spectral region, the differences between the 28 polymorphs in their respective carbonyl stretching vibrations around 1650 cm -1 and the peak 29 specific to FIII at 1410 cm -1 . The relatively high degree of consistency in the PLS models built 30 using the TRS data is testament to the intrinsically high quality of the data collected. Improving on 31 these results might be achieved by a revised data collection method to reduce the intrinsic noise in 32 the raw spectra (average ~128 or 256 acquisitions per sample). This could be achieved without an 33 excessive time penalty and thus maintain the high throughput. 34
A model built using the low wavenumber spectral region (44 -250 cm -1 ) also generated 35 good results ( Figure 5C/D) . The predicted versus measured concentration plot does not show too 36 much scatter and the PC1 loadings plot indicates that the Piracetam bands at 79 and 106 cm -1 have 37 the largest influence on the model. One significant advantage of using this spectral region is that 38
there are very few interfering bands from the MCC and stearate excipients and it is very clear from 39 the loadings plot which are the key spectral variables for modelling. So apart from the slightly 1 increased noise/signal ratio due to the scattering background the bands changes due to each 2 polymorphic form are very clear. It is also worth noting that there is very little difference in the 3 quantitative modelling if one is looking for FII in FIII or visa-versa. 4
Overall, the results from our comparative TRS and BR study are similar to that reported by 5 Johansson and co-workers for a simple binary tablet system. [12] They used a dedicated tablet 6 press and mixtures of Propranolol (16 to 24 % w/w) and Mannitol to produce ~3 mm thick tablets. 7
They found that the TRS outperformed the BR method by ~20% with RESECV values of between 8 0.4 and 0.6 % w/w being obtained. As in our case, the improved results from TRS are ascribed to 9 better sampling statistics. It is also worth noting that the quantification accuracy was nearly as 10 good here, despite the facts that our tablet system has a very significant baseline artefact induced 11 by the MCC, that the BR spot size used here was a miniscule 200 m (compared to the 6 mm 12 diameter in the Johansson study) and that we only used a small 4x4 mapping grid. 13 14 3.5 Effect of Tablet thickness: 15
We also investigated the effect of tablet thickness on the accuracy of the quantitative 16 measurements ( Figure 6 ). Overall, we found that the TRS outperformed NIR and BR in terms of 17 consistency once the data had been pre-processed using normalisation, MSC, and second 18 derivative. The TRS models are all very similar with only a small increase in RMSEC for the 19 thicker tablets as might be expected. [12] For the NIR measurements, the 1 mm thick tablets gave 20 generally the best models as this is due to a more complete sampling of the whole tablet. 21
Transmission NIR (see supplemental information, Figure S6 ) of the different thickness samples 22
show that a small fraction (0.1 to ~0.003%) of the NIR incident light passes through the 1 mm 23 tablets but that the thicker tablets this is further reduced to 0.01 to 0.003%. This indicates that for 24 the 2/3 mm tablets the effective sampled volume only comprises the top ~1 mm layer and that the 25 rest of the sample is not analysed in the trans-reflectance mode used. The NIR spectra when 26 analysed by PCA show systematic variation according to tablet thickness with the 1 mm data being 27 very distinct from the 2 and 3 mm tablets. However, once the data is normalised, MSC corrected 28 and a second derivative taken, this variation appears to disappear. For the BR models, the sub-29 sampling issue tends to obscure any systematic variation and we cannot see any thickness effect. 30 31 32
CONCLUSIONS

33
Raman and NIR methods were successfully employed for the analysis of a model 34 pharmaceutical system containing low levels of a polymorphic contaminant. It was possible to 35 generate quantitative models using PLS to predict low content FII polymorph contaminant in these 36 tablets with an accuracy of ~0.6% by total weight (or a 6% API contamination level). In each case, 37 some spectral pre-processing was necessary for the development of robust quantitative models as it 38 amplified the chemical information in the spectra. Models built using Backscattering Raman data 39 were the poorest due to the inherent sub-sampling issue associated with the particular system used. 1
Quantitative models built using Transmission Raman and NIR spectra were comparable in terms of 2 limits of detection with TRS slightly better with a LOD of 0.6 %FII with NIR having a LOD of 3 0.7 %FII. This small improvement may be due to the fact that the spectral differences between the 4 polymorphs were more readily observable in the Raman spectra because of the sharp well resolved 5 spectral features compared with the broad featureless NIR bands. Another consideration is the fact 6 that the NIR method does not effectively sample the complete thickness of the tablet whereas TRS 7 does so very effectively. In terms of analysis time, TRS was by far the quickest means of analysis, 8 taking approximately 6 seconds per tablet which contrasts to the 2.5 and 3 minutes per sample 9 necessary for NIR and BR respectively. It is also important to note that the improvement in the 10 quality of optical filters used for Rayleigh scattering rejection have improved dramatically, 11 enabling this TRS system to access the low wavenumber region (44-300 cm -1 ) which is not readily 12 available to NIR or FT-IR spectroscopic methods. In the near future we expect that most benchtop 13
Raman systems (BR and TRS) will fitted with these types of filter thus providing routine and 14 inexpensive access to this spectral range which is of course important for the analysis of lattice and 15 phonon modes of the solid state. This study validates the potential of TRS for the quantification of 16 low levels (~1%) of polymorphic contaminant in pharmaceutical formulations. The model number (reading from left to right) correspond to the models as listed in Tables 2-4 (reading   4 from top to bottom). 
